Evaluation of DNA Extraction Methods for Use in Combination with SYBR Green I Real-Time PCR To Detect Salmonella enterica Serotype Enteritidis in Poultry

Dario De Medici,1* Luciana Croci,1 Elisabetta Delibato,1 Simona Di Pasquale,1 Emma Filetici,2 and Laura Toti 1

Laboratorio Alimenti 1 and Laboratorio di Batteriologia e Micologia Medica,2 Istituto Superiore di Sanità, 00161 Rome, Italy

Received 17 October 2002/Accepted 5 March 2003

The objective of this study was to develop a rapid, reproducible, and robust method for detecting Salmonella enterica serotype Enteritidis in poultry samples. First, for the extraction and purification of DNA from the preenrichment culture, four methods (boiling, alkaline lysis, Nucleospin, and Dynabeads DNA Direct System I) were compared. The most effective method was then combined with a real-time PCR method based on the double-stranded DNA binding dye SYBR Green I used with the ABI Prism 7700 system. The specificity of the reaction was determined by the melting temperature (Tm) of the amplicon obtained. The experiments were conducted both on samples of chicken experimentally contaminated with serotype Enteritidis and on commercially available poultry samples, which were also used for comparisons with the standard cultural method (i.e., ISO 6579/2001). The results of comparisons among the four DNA extraction methods showed significant differences except for the results from the boiling and Nucleospin methods (the two methods that produced the lowest threshold cycles). Boiling was selected as the preferred extraction method because it is the simplest and most rapid. This method was then combined with SYBR Green I real-time PCR, using primers SEFA-1 and SEFA-2. The specificity of the reaction was confirmed by the Tm, which was consistently specific for the amplicon obtained; the mean peak Tm obtained with curves specific for serotype Enteritidis was 82.56 ± 0.22°C. The standard curve constructed using the mean threshold cycle and various concentrations of serotype Enteritidis (ranging from 103 to 108 CFU/ml) showed good linearity (R² = 0.9767) and a sensitivity limit of less than 10³ CFU/ml. The results of this study demonstrate that the SYBR Green I real-time PCR constitutes an effective and easy-to-perform method for detecting serotype Enteritidis in poultry samples.

In the last 20 years, Salmonella enterica serotype Enteritidis has become the most common cause of food poisoning in the United States (19) and in most European countries (4, 20), including Italy (26, 27); the most commonly implicated foods are eggs and poultry (11, 29, 38). Although various control measures have been adopted throughout the food production chain (2, 6, 32), the microbiological testing of poultry products during production and processing still plays a significant role in preventing food-borne infection. However, the standard cultural method for detecting salmonella (i.e., ISO 6579/2001) requires up to 5 days to produce results. To reduce the time required for testing, different methods have been developed (7, 18, 35), including tests based on novel reagents, yet these tests are generally used to supplement rather than replace existing methods. The exception is the methodology based on PCR, which has progressively been replacing biochemical and agglutination tests (13, 33). However, PCR methods include a final confirmation phase, such as electrophoresis, which requires a certain level of skill and which is both laborious and time-consuming, thus limiting the number of samples that can be analyzed (34). In recent years, a method based on PCR with an automatic confirmation phase has been developed. This method, known as real-time fluorogenic 5'-nuclease PCR, has been used to detect a number of pathogenic microorganisms, including Salmonella (5, 13), in foods (3, 34). The method uses the 5'-nuclease activity of Taq DNA polymerase to hydrolyze an internal fluorogenic probe for monitoring the amplification of DNA targets. However, its application requires the availability of primers and probes that must be selected according to very rigid conditions, which cannot always be easily applied. The use of the double-stranded DNA (dsDNA) binding dye SYBR Green I for the detection of PCR products has overcome this limitation by allowing real-time PCR to be applied without the need for probes linked to fluorescent molecules (1, 14, 24); protocols that are already in use for classic PCR can thus be used with only slight modifications (9).

In the absence of probes, the specificity of the reaction is determined by the melting temperature (Tm) of the amplicon obtained, defined as the temperature at which 50% of the DNA amplicon is in a double-stranded configuration. The Tm depends on various factors, including the concentration of the dsDNA, the amplicon length, and the nucleotide sequence (22). However, the effectiveness of this method depends on the capacity of the extraction and purification procedure to remove from the food those substances that inhibit the activity of polymerase DNA (15, 23, 25).

The objective of the present study was to develop a rapid, reproducible, and robust method by first comparing four methods of DNA extraction and purification for their effectiveness and then combining the most effective method with a real-time...
PCR method based on the dsDNA binding dye SYBR Green I as used with the ABI Prism 7700 system to detect Salmonella serotype Enteritidis in poultry. To develop the method, the experiments were conducted on samples of chicken experimentally contaminated with serotype Enteritidis. To determine the method’s effectiveness, numerous samples of commercially available poultry were analyzed, and the results were compared to those obtained by the standard cultural method.

MATERIALS AND METHODS

Serotype Enteritidis culture. The strain used was S. enterica serotype Enteritidis ATCC 13076, grown in Triptone soy broth (Oxoid, Basingstoke, Hampshire, United Kingdom) at 37°C for 24 h. The broth culture was then washed three times by means of centrifugation (8,000 × g for 8 min) in a solution of 0.8% NaCl. The microbial suspensions were standardized by turbidimetry (40% transmittance at a wavelength of 540 nm; Bausch & Lomb Spectronic 20 turbidimeter). A parallel count of CFU of the serotype Enteritidis strain was performed on Triptone soy agar (Oxoid) and yielded about 8 log CFU/ml.

Food samples. A sample of chicken experimentally spiked with serotype Enteritidis was used for the development of the SYBR Green I real-time PCR method and melting curve analysis. The experiments were repeated three times.

Sixty samples of poultry (both chicken and turkey), including muscle, skin, and internal organs, randomly sampled at a commercial poultry processing plant, were analyzed to determine the effectiveness of the SYBR Green I real-time PCR method, and results were compared to those of the standard cultural method (ISO 6579/2001).

Preparation of the samples. (i) Experimentally spiked sample. Twenty-five grams of poultry homogenized with 225 ml of buffered peptone water (BPW; Oxoid) in a Stomacher Lab Blender 400 (U.A.C. House, London, United Kingdom) was incubated at 37°C for 24 h to allow for bacterial growth. The preenrichment broth was then divided into three aliquots. (a) The first aliquot was used to confirm the absence of Salmonella by means of the standard cultural method (ISO 6579/2001). (b) The second aliquot was spiked with an appropriate quantity of serotype Enteritidis suspension to obtain a final concentration of 10⁷ CFU/ml. The spiked preenrichment broth was subdivided into two aliquots: one was subjected to immunomagnetic concentration by means of paramagnetic particles coated with anti-Salmonella antibodies (Dynabeads anti-Salmonella; Dynal, Oslo, Norway), according to the manufacturer’s instructions (20 μl of Dynabeads plus 1 ml of the preenriched samples). The other aliquot was not subjected to immunomagnetic concentration. (c) The third aliquot was used as a negative control.

The two spiked aliquots (the one that was subjected to immunomagnetic concentration and the one that was not) and the aliquot used as a negative control were subjected to four methods for extracting and purifying the DNA: boiling, alkaline lysis, Nucleospin, and Dynabeads DNA Direct System I.

All 12 aliquots (3 per method) were then used for the SYBR Green I real-time PCR and melting curve analysis. The experimental scheme is shown in Fig. 1.

(ii) Samples from the poultry processing plant. Twenty-five grams of each sample was homogenized in 225 ml of BPW in a Stomacher Lab Blender 400 and incubated at 37°C for 24 h. After incubation, the preenrichment broth was subdivided into two aliquots: one was subjected to immunomagnetic concentration and the selected DNA extraction and purification method, as described below) and to SYBR Green I real-time PCR and melting curve analysis.

Extraction and purification of DNA. (i) Boiling. One milliliter of the preenriched sample was transferred to a microcentrifuge tube with a capacity of 1.5 ml. The cell suspension was centrifuged for 10 min at 14,000 × g. The supernatant was discarded carefully. The pellet was resuspended in 300 μl of DNase-RNase-
TABLE 1. Comparison of the statistical differences* in C_T values for four methods of DNA extraction and purification with or without immunomagnetic concentration of *Salmonella* Dynabeads

<table>
<thead>
<tr>
<th>DNA extraction and purification method</th>
<th>Mean C_T ± SD</th>
<th>Not treated with <em>Salmonella</em> Dynabeads</th>
<th>Treated with <em>Salmonella</em> Dynabeads</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Boiling</td>
<td>19.36 ± 0.24</td>
<td>19.43 ± 0.33</td>
<td>NS*</td>
<td></td>
</tr>
<tr>
<td>Alkaline lysis</td>
<td>19.89 ± 0.24</td>
<td>19.66 ± 0.31</td>
<td>NS</td>
<td></td>
</tr>
<tr>
<td>Nucleospin</td>
<td>19.28 ± 0.11</td>
<td>19.54 ± 0.53</td>
<td>NS</td>
<td></td>
</tr>
<tr>
<td>Dynabeads DNA Direct System I</td>
<td>23.32 ± 0.17</td>
<td>32.00 ± 3.31</td>
<td>&lt;0.05</td>
<td></td>
</tr>
</tbody>
</table>

* Differences were analyzed by a post hoc Bonferroni comparison.

**Salmonella* Dynabeads (Sigma). A 5-μl aliquot of the supernatant was used as the template DNA in the amplification cycle. In brief, SYBR Green I binds with the minor groove of dsDNA, greatly enhancing the fluorescence. The fractional cycle in which the increase in the fluorescence generated by the accumulation exceeds 10 standard deviations of the mean baseline fluorescence, with a selected range of cycles, is referred to as the threshold cycle (C_T) (17, 36).

The results were visualized using the software Sequencing Detector 1.7 provided with the ABI Prism 7700 system (Applied Biosystems, Foster City, Calif.), and the standard curve was confirmed by using Microsoft Excel 2000.

The specificity of the reaction is given by the T_m of the amplification products immediately after the last reaction cycle. The T_m, which is specific for each amplicon, is determined during the phase of slow heating, from 60 to 95°C in 19 min 59 s, during which time there occurs a rapid decrease in the fluorescence due to the denaturation of the amplicons, which results in the formation of single filaments of DNA and the successive detachment of the *Salmonella* Green I. The melting curve was visualized with the software Dissociation Curve 1.0 provided with the ABI Prism 7700 system (Applied Biosystems).

(i) Choice of primers and optimization of primer concentrations. The primer pair SEFA-1 (5'-GGAGGCATTTAGCG-3') and SEFA-2 (5'-CTTG

| **Table 2. Serotypes identified by the standard cultural method (ISO 6579/2001) and C_T and T_m values obtained by **SYBR Green I real-time PCR |
|-----------------|-----------------|-----------------|-----------------|
| **Salmonella**-positive sample | **Salmonella enterica** serotype according to ISO 6579/2001 method | **SYBR Green I real-time PCR** |
| 1               | Newrochelle     | >35             | NS              |
| 2               | Infantis        | >35             | NS              |
| 3               | Newrochelle     | >35             | NS              |
| 4               | Enteritidis     | >35             | NS              |
| 5               | London          | >35             | NS              |
| 6               | Infantis        | >35             | NS              |
| 7               | Enteritidis     | >35             | NS              |
| 8               | Enteritidis     | >35             | NS              |
| 9               | Enteritidis     | >35             | NS              |
| 10              | Newrochelle     | >35             | NS              |
| 11              | Typhimurium     | >35             | NS              |

* NS, not shown.

RESULTS

The concentration of primers chosen for the experiments was 50 nM. This concentration was chosen because it was the lowest C_T value (15.062) and because the C_T values obtained at lower primer concentrations (at 5 and 25 nM) were significantly higher (P < 0.05; data not shown).
Table 1 shows the \( C_T \) values obtained by the four DNA extraction and purification methods either in combination with or without the immunomagnetic concentration of *Salmonella*. The only statistically significant difference was observed for Dynabeads DNA Direct System I, for which the \( C_T \) value obtained with immunomagnetic concentration was higher than that obtained without immunomagnetic concentration. Based on these results, the decision was made not to include immunomagnetic concentration as part of the methodology.

The one-way analysis of variance of the mean differences in \( C_T \) values among the four DNA extraction and purification methods without immunomagnetic concentration of *Salmo-

Temperature

FIG. 2. Melting curve of serotype Enteritidis after 35 cycles (A); serotype London, serotype Typhimurium, and negative controls after 35 cycles (B); and serotype London, serotype Typhimurium, and negative controls after 40 cycles (C).
nella (Dynabeads) showed a statistically significant difference (P < 0.0001). The post hoc Bonferroni comparison showed significant differences for all comparisons (P < 0.05) except for the methods of boiling and Nucleospin (the two methods that produced the lowest Cₚₛ). The standard curve constructed using the mean Cₚ obtained with boiling for various concentrations of serotype Enteritidis (ranging from 10³ to 10⁸ CFU/ml) showed a good linearity of response (R² = 0.9767). The sensitivity limit of the reaction was less than 10⁷ CFU/ml.

Of the 60 samples taken from the poultry processing plant, 11 were found to be positive when they were analyzed with the standard method, and the 11 were found to be positive when they were analyzed with the SYBR Green I real-time PCR analysis. Three of 11 the samples were identiﬁed by the standard method and the CT values found in the samples containing serotype Enteritidis under our experimental conditions, the concentration of the microorganism in the preenrichment culture after 18 to 20 h of incubation at 37°C was always greater than 10⁶ CFU/ml. This result suggests that the incubation period of the preenrichment medium can be reduced, thus shortening the time required for this method while maintaining its effectiveness and rendering it particularly useful for determining the effectiveness of the hazard analysis and critical point systems used in the food industry to reduce the numbers of pathogenic germs.

DISCUSSION

In contrast to other studies (16, 21), we found that the immunomagnetic concentration conducted on the preenrichment culture showed no advantages in terms of purifying DNA and that a single phase is sufﬁcient for eliminating the inhibiting substances present in the sample.

The four methods tested for the extraction and puriﬁcation of DNA, with the exception of Dynabeads DNA Direct System 1, produced similar results. From these methods, boiling was chosen because of its simplicity and rapidity of execution.

The speciﬁcity of the reaction was conﬁrmed by the determination of the Tₘ, which was consistently speciﬁc for the ampiclon obtained. Determining the Tₘ has the marked advantage of eliminating the phase of electrophoresis, which is time-consuming, carries the risk of laboratory contamination with nucleic acid due to post-PCR manipulation (10), and requires the use of ethidium bromide, which, being a potent mutagenic agent, is not suitable for routine use (28). However, variations of more than 1°C can occur in the minimum and maximum Tₘₛ, as has also been reported from other studies (9, 36). These variations are in part due to a nonhomogeneous distribution of the temperature in the thermocycler. It is thus recommended that two positive controls be used for each experiment: one placed at the center of the block and the other placed at a more external position (as described by M. Wagner, D. Schoder, and M. Kuhn, http://www.pcr.dk/Ny_mappe/o11015 Thermocycler Guidelines III - final version.doc).

The effectiveness of the proposed method was, moreover, conﬁrmed by the analysis of 60 poultry samples, for which neither false-positive nor false-negative results were obtained.

The standard curve showed a strict inverse correlation between the Cₚ and the concentration of Salmonella in the samples, and the limit of sensitivity of the method was less than 10⁵ CFU/ml. Based on the Cₚ values found in the samples containing serotype Enteritidis under our experimental conditions, the concentration of the microorganism in the preenrichment culture after 18 to 20 h of incubation at 37°C was always greater than 10⁶ CFU/ml. This result suggests that the incubation period of the preenrichment medium can be reduced, thus shortening the time required for this method while maintaining its effectiveness and rendering it particularly useful for determining the effectiveness of the hazard analysis and critical point systems used in the food industry to reduce the numbers of pathogenic germs.

ACKNOWLEDGMENTS

We are grateful to Mark Kanieff for linguistic revision. This work was supported by the Istituto Superiore di Sanità project Strategie per una Accurata e Rapida Risposta ai Pericoli Microbici Veicolati da Alimenti and by the Fifth Framework of the European Commission project QLK1-CT-1999-00226 (Validation of Diagnostic PCR for Detection of Foodborne Pathogens).

REFERENCES

15. Lantz, P. G., B. Hahn Hagerdal, and P. Rådström. 1994. Sample preparation...
27. Scuderi, G., and S. Gabriella. 2000. A review of the salmonellosis surveil-